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ADVISORY NOTE 
 

Date of issue  
 

21.01.2025 

Note number  
 

ND_2501_01 

Catalogue number and 
product name  
 

Cat. No. 
5-172 
5-173 
5-175 
5-177 

Trade name 
CORMAY SERUM HN 
CORMAY SERUM HP 
CORMAY MULTICALIBRATOR LEVEL 2  
CORMAY MULTICALIBRATOR LEVEL 2 

Expiry date  
 

Cat. No. 
5-172 
5-172 
5-173 
5-173 
5-175/5-177 

Trade name 
CORMAY SERUM HN 
CORMAY SERUM HN 
CORMAY SERUM HP 
CORMAY SERUM HP 
CORMAY MULTICALIBRATOR 
LEVEL 2 

Lot number 
HN10 
HN11 
HP10 
HP11 
xxx-07x 

Expiry date 
2025-07 
2027-01 
2025-07 
2027-01 
2026-07 

Issue description  
 
 
Due to the reintroduction of the dTIBC reagent for determination of total iron binding capacity, we would like to 
inform you that the values for the dTIBC parameter have been determined for current control sera (CORMAY SERUM 
HN, cat. no. 5-172, CORMAY SERUM HP, cat. no. 5-173) and calibrators (CORMAY MULTICALIBRATOR LEVEL 2, cat. 
no. 5-175/5-177). The determined values can be found in Attachment 1. 
 
Necessary actions  
 
 

• Read carefully Advisory Note and the Attachment 1. 
• Complete and return the completed verification form. 

 
 

Please provide this information to all Users of the above product and keep the Advisory Note as a quality system 
documentation. 

Please complete and return the attached Verification Form to confirm receipt of the Advisory Note. 

We apologize for any inconvenience caused by the above situation. 

Sincerely, 

 

 

 

Deputy Management Representative 
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