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CHANGE NOTIFICATION 

 

 
If there are any questions or concerns with respect to this change, please feel free to contact your 
Area Sales Managers. 
 
 
 
 

Quality Assurance Manager 

Notification number PZ_2405_03 Date 22.05.2024 

Change number 097 

Subject of the change 
Optimization of application program for CHOLINESTERASE parameter on 
biochemical analysers. 

Affected products 
Cat. No Product name 

7-256 ACCENT-200 CHOLINESTERASE 

Change category 

☐  raw materials ☐  quality control 

☐  packages ◼  informations provided with the product 

☐  manufacturing ☐  final product 

☐  other 

Change description 

APPLIES ONLY TO USERS OF ANALYSERS: 
ACCENT S120, ACCENT MC240 and ACCENT M320 !!! 

 
Application program for cholinesterase determination has been 
optimized on ACCENT S120, ACCENT MC240 and ACCENT M320 
analysers – the following parameters have been modified:  

• Linearity Limit (ACCENT S120, ACCENT MC240, ACCENT M320), 

• Reaction Time (ACCENT MC240) and 

• Linearity Range (ACCENT MC240). 

The updated application program for the ACCENT S120, ACCENT MC240 
and ACCENT M320 analysers is presented in Attachment 1. The new 
application program is also included in the updated instruction for use. 

Reason for change Improvement of correlation results. 

Implementation May 2024 

Additional information 

The above change does not affect properties, functionality and stability 
of reagent.  
The current instruction for use can be found on the website –  
https://cormaydiagnostics.com/products/clinical-
chemistry/parameters/cholinesterase/accent-200-cholinesterase 

Attachments 
Attachment 1 - Application program on ACCENT S120, ACCENT MC240 
and ACCENT M320 analysers. 
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