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CHANGE NOTIFICATION 

 

 
If there are any questions or concerns with respect to this change, please feel free to contact 
your Area Sales Managers. 
 
 

 
 

Regulatory Affairs Manager 

Notification number PZ_2409_01 Date 09.09.2024 

Change number 120 

Summary 

Extended stability after opening of hematology reagents 
on the MYTHIC 70 analyser. 

MYTHIC 70 software update. 

Affected products 

Cat. No Product name 

HM22-001-1 

HM22-002-1 

HM22-003-10 

N/A 

CLEANER FOR MYTHIC 22 

OnlyOne 

DILUENT FOR MYTHIC 22 

MYTHIC 70 

Change category 

☐  raw materials ☐  quality control 

☐  packages ☐  informations provided with the product 

☐  manufacturing ◼  final product 

☐  other 

Change description 

APPLIES TO USERS OF MYTHIC 70 ANALYSER!!! 

In connection with the update of In Use Stability Reports for MYTHIC 70 
it has been decided to extend the stability after opening of CLEANER FOR 
MYTHIC 22, OnlyOne and DILUENT FOR MYTHIC 22 –  
from 60 days to 90 days. 

The above change has been implemented in the new release 
of software: V0.5.1-001. 

Reason for change Update of In Use Stability Reports. MYTHIC 70 software enhancement. 

Implementation September 2024 

Additional information 

The above change does not affect the performance of the assay  
or the functionality of the reagents. 

The MYTHIC 70 has to be updated with software version V0.5.1-001 
downloaded according to the attached instruction (Attachment No. 1). 

Attachments Attachment No. 1 Instruction – How to download the software. 
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